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Colonic Capsule as a Screening Test 
for Colorectal Cancer: We are Improving

Colonoscopy is currently the gold standard of colorectal cancer (CRC) screening. The procedure, however, 
is invasive and is not without its risk of complication, thus diminishing patient participation in effective 
screening programs.1-3 Additionally, patients are reluctant to undergo screening colonoscopy due to the 
discomfort and inconvenience of the pre-procedure laxative colonic cleansing as well as the anticipated 
pain of the procedure.3,4 In an effort to improve patients’ willingness to cooperate in improving their colon 
health, non-invasive testing of the colon has been trialed over the past few decades. Colonoscopy with 
colon-capsule is an endoscopic technique developed for a non-invasive, painless exploration of the colon 
without the need of sedation and injection of air. Its major obstacle is the need for meticulous colonic 
cleaning. The Check Cap imaging system, which is comprised of an ingestible imaging capsule and an 
external recorder, is one such device that may overcome the hurdle of pre-procedure bowel preparation. 
This capsule emits radiological data for constructing three-dimensional images of the colonic mucosa 
without the need for colonic cleansing. Since the system is safe, easy-to-use, painless, patient-friendly and 
private, this imaging system may significantly increase participation rates in a CRC screening programs. 

INTRODUCTION

Colorectal cancer (CRC) is a major health concern 
with an incidence of 1.2 million new cases per 
year and a mortality rate close to 600,000 yearly. 

At the same time, CRC is one of the most preventable 
and curable malignancies if diagnosed at an early 
stage.4,5 Consequently, CRC screening programs 
were established in more than 50 countries.6 Despite 
participation rates in these programs being below the 
set targets, CRC incidence and mortality rates are 
declining.7 Colorectal cancer screening in the United 

States increased significantly from 2000 to 2010 and 
was essentially unchanged in 2013. Over the same 
period, the incidence of and deaths from colon cancer 
have decreased and these are attributed to improvements 
in screening for CRC, improved treatment strategies 
and changing patterns in risk factors.8 Specifically, 
CRC death rates declined by 2% per year during the 
1990s and approximately 3% each year during the past 
decade (2001–2010) with the most impact in adults 
aged 65 and older. In Europe, CRC screening programs 
have been implemented in 19 of 27 European Union 
(EU) countries with participation rates nearing 60%.9 
CRC mortality has fallen in an increasing number 
of European countries since 1970, despite persistent 
differences between specific regions in Europe. The 
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largest reductions in CRC mortality have occurred in 
western and northern European countries because of 
increased screening participation and improved access 
to specialized care. In most central European countries, 
CRC mortality has been stable or slightly decreasing 
since the early 2000s, but is still increasing in most 
eastern European countries.10 These epidemiological 
findings infer that participation in a CRC screening 
program will culminate in an improved health 
outcome.11,12

CRC Screening Tests
The American College of Gastroenterology (ACG) has 
classified colorectal cancer screening tests as either 
CRC prevention tests or CRC detection tests.13 Tests 
that are labeled as prevention are “imaging tests” given 
their potential to identify both cancer and polyps. 
These tests either enable visual assessment of the 
structural integrity of the colon and rectum (e.g. flexible 
sigmoidoscopy, colonoscopy and capsule colonoscopy) 
or are non-invasive tests that are able to obtain two-and/
or three-dimensional (3D) images of the colon and its 
mucosa [e.g. computed tomography (CT) colonography 
and a double-contrast barium enema]. On the other 
hand, detection tests are “indirect tests” that probe the 
stool for the presence of markers of CRC [e.g. fecal 
occult blood test (FOBT), fecal immunochemical test 
(FIT) and the fecal DNA test)]. While non-invasive, 
these tests have low sensitivity for detecting polyps.
Colonoscopy is the standard of care for evaluating the 
colon, either as a primary test or as a follow up to an 
abnormal imaging modality or positive stool testing.13,14 
The ACG also recommends that a CRC prevention test, 
preferably a colonoscopy, be first offered to patients 
with family history of CRC. Hence, colonoscopy has 
become an invaluable component of most national 
screening programs. While the entirety of the colon can 
be evaluated during colonoscopy and abnormal tissue(s) 
can be sampled or removed during the procedure, the 
procedure has disadvantages that may limit its use. 
Some of these considerations include the need for 
thorough colonic cleansing, sedation and the potential 
need to stop taking certain medications (especially 
anticoagulants) as well as the rare but potentially life-
threatening complications of bleeding and perforation. 
Additionally, colonoscopy is avoided by patients as 
the procedure elicits feelings of fear, embarrassment, 
loss of dignity or vulnerability, absence from work, 
lack of awareness on the importance of screening, 

transportation difficulties, obstacles with scheduling 
of appointments and financial cost.6,15

Colonoscopy with Colon-Capsule 
In an effort to improve acceptability and safety of 
lower-GI endoscopy, colonoscopy with colon-capsule 
(CCE, PillCam Colon, Given Imaging Ltd., Yoqneam, 
Israel) is an endoscopic technique developed for a non-
invasive, painless exploration of the colon without the 
need of sedation and injection of air.16,17 Initial studies 
comparing CCE with colonoscopy (traditional and 
virtual) performed in Israel and Belgium1,18 show that 
CCE allows direct visualization of the mucosa (such 
as traditional examination), does not use radiation 
(such as virtual colonoscopy) and does not cause pain, 
eliminating the need for sedation.19

Technology
The new generation of CCE (CCE-2) represents a 
technological evolution of the previous capsule. It 
measures 11.6 x 31.5 mm. It is equipped with two 
optical domes with a viewing angle of 172° (the previous 
version had an angle of 156°), two light sources (one for 
each optical dome), an antenna that transmits images 
to an external recorder and a battery (10 hour battery 
life).20 In addition, CCE-2 owns an advanced system 
of acquisition and transmission of images. It is in 
continuous two-way communication with the external 
data recorder, which is no longer a single recorder 
of images, but an actual computer. The data recorder 
receives images from CCE-2, and it processes them to 
“understand” if the capsule is at rest or in motion and 
sends signals to the capsule, establishing the speed of 
acquisition of the images. When the CCE-2 is immobile, 
it acquires four images per second, however, when it is 
in motion it acquires 35 images per second.16 The data 
recorder also assists and guides the patient during the 
stages of bowel preparation indicating through a sound 
system and a display how to proceed with the intake of 
drugs and when the procedure is finished. Unique to 
this procedure, aside from picking up the CCE-2 from 
the hospital, the remainder of the testing is performed 
at home.

Preparation for the Procedure
Bowel preparation for CCE includes the use of laxatives 
and drugs to activate intestinal peristalsis in order to 
achieve three objectives: 1) to ensure an adequate 
level of cleaning, 2) to stimulate the motility for CCE 
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progression and 3) to fill the colon of transparent liquids 
to adequately distend the bowel. CCE is not able to 
insufflate air to distend the bowel, or to aspirate any 
residues, which therefore need to be completely removed 
through a dedicated preparation.21 The use of drugs 
stimulating colon motility (usually sodium phosphate 
or sodium sulfate, more recently) is necessary given 
minimal colonic peristaltic movements throughout the 
day. The excretion rate of CCE (about 20%) was too low 
with the use of traditional colonoscopy preparations.1 
Sodium phosphate (NaP) and sodium sulfate result in a 
strong activation of peristalsis responsible for the CCE 
progression and excretion, which occurs in 90% of cases 

within 10 hours of ingestion. Two recent studies with 
the new generation capsule.16,20 assess a novel bowel 
preparation involving the use of a split regimen with 
4 liters of PEG and a reduced dose of NaP.22 Adequate 
cleaning has been achieved in 78-81% of patients 
and CCE excretion (which corresponds to complete 
colonoscopy) in 81-88% with this preparation.16,20 
This new preparation is more tolerable for the patient 
thus increasing compliance, reduces the NaP which 
decrease the risk of adverse events and the rate of colon 
cleansing and excretion of the capsule are encouraging. 
The Aronchick colon cleansing rating scale is generally 

(continued on page 28)

Figure 1. The Check Cap imaging and recording system

Figure 3. �The external recorder in a dermal patch on the 
patient’s back

Figure 2. �The Check Cap ingestible imaging capsule and 
its components.

Figure 4. �Comparison of the average radiation dose in 
different radiologic procedures
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utilized to assess the prep (poor, fair, good and excellent) 
with good inter-observer agreement (kappa = 0.619).17 
Although the four-level system has been widely adopted 
in research, a recent guideline suggests the use of a 
simplified two-levels scale for clinical activity. 

Accuracy of the Capsule
Most of the studies published in the literature center 
around data obtained with the first generation of CCE. 
A meta-analysis with the first generation of CCE 23 
summarized the preliminary experience. Eight studies 
with a total 837 patients showed a 71% CCE-sensitivity 
for polyps of any size and a 68% sensitivity for significant 
lesions (>6 mm polyps or >3 polyps). The specificity 
for polyps of any size and for significant lesions was 
75% and 82%, respectively. Finally, CCE identified 16 
of 21 cancerous lesions, showing a sensitivity of 76%.

The second generation of CCE was evaluated in16,20 
an Israeli multicenter study and a European multicenter 

study. Both studies were blinded and compared CCE 
to conventional colonoscopy with a standardized, split-
dose bowel preparation (PEG 2L the day prior to the 
procedure and 2L the morning of the procedure with a 
reduced dose of NaP). The prevalence of polyps of any 
size (in 104 patients, mean age 49.8 years) was 44%, 
53% of which were adenomas. (16) CCE sensitivity 
for polyps ≥6 mm was 89% (95% CI 70%-97%) and 
88% (95% CI 56-98) for polyps ≥ 10 mm; specificity 
was 76% (95% CI 72-78) and 89% (95% CI 86-90), 
respectively. An adequate level of cleansing was 
observed in 78% of patients (95% CI 68-86) and CCE 
colonoscopy was complete (natural excretion of video 
capsule) within eight hours in 81% of patients.

In the European multicenter study (20), 109 patients 
were enrolled (mean age 60 years). The sensitivity 
(“per patient”) of CCE for polyps ≥ 6 mm and ≥ 10 
mm was 84% and 88%, with a specificity of 64% and 
95%, respectively. All three invasive adenocarcinomas 
were detected by the capsule. The rate of excretion of 

(continued from page 26)

Figure 5. ��Case Study 1: Images of polyps from the capsule compared to colonoscopy. 
5A., 5B. Colonoscopy appearance of 20 mm pedunculated polyp in sigmoid colon. 
5C., 5D. Imaging capsule appearance. Tube type and fillet type 3D construction.

5A.

5C.

5B.

5D.
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the capsule was 88%. Adequate cleansing of the colon 
was observed in 81% of patients.

Despite only two published studies, some general 
observations can be made. First, the second-generation 
capsule has shown a much higher sensitivity for 
significant lesions compared to the first generation. 
Secondly, for polyps ≥ 6 mm, the specificity is still 
sub-optimal. The low specificity is partly due to true  
polyps ≥ 6 mm that were regarded as false positive 
because they were missed by colonoscopy, the golden 
standard in this trial.14,25 Next, the preparation of the 
new scheme show encouraging results both in terms of 
quality of cleansing and in terms of completeness of the 
examination. Finally, CCE is a safe technique without 
any report of serious adverse events.16,20

Check Cap Capsule
The diagnostic accuracy of colonoscopy is very 
dependent on the quality of the colonic cleansing.26,27 
Inadequate colonic cleansing results in cancellation or 

rescheduling of the procedure, lessens the procedure’s 
diagnostic accuracy and discriminative ability, lowers 
the cecal intubation rates and increases the patient’s 
discomfort and inconvenience.

The Check Cap Ingestible Imaging Capsule 
The Check Cap ingestible imaging capsule (Check 
Cap, Mount Carmel, Israel), is comprised of a mobile 
imaging capsule (34 mm x 11.5 mm, 13 grams), which 
is ingested together with a radiopaque contrast agent 
by the patient, and a stationary external recorder, 
which is located in a dermal patch on the patient’s 
back (Figure 1). The imaging capsule contains three 
miniaturized systems, an X-ray emitting system, a 
data acquisition system and a local positioning system 
(Figure 2).

X-rays from a short-lived radioisotope, housed 
within a rotating collimator whose rotation is powered 
by a battery-driven electric motor, are emitted in all 
directions when the capsule’s position changes. The 

Figure 6. �Case Study 2: Images of polyps from the capsule compared to colonoscopy. 
6A. Colonoscopy appearance of 12 mm sessile polyp in ascending colon. 
6B.,6C. Imaging capsule appearance. Tube type and fillet type 3D construction

6A.

6B. 6C.
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data acquisition system contains sensors, which 
can discriminate X-ray fluorescence from ingested 
radiopaque contrast agent and scattering from the 
intestinal mucosa. The positioning system uses 
electromagnetic signals, which are emitted by the 
capsule and tracked by the dermal patch. Imaging data 
and position signals are continuously transmitted by 
telemetry to the external recording unit (Figure 3). The 
recorder’s data are then uploaded and processed by 
computer to construct 3D images of the colon’s lumen, 
structure, and contour.

Human Studies on the Safety 
and Clinical Utility of the Device
The device’s safety and potential utility were assessed 
in Germany and Israel at several medical centers.28 In 
the first section, 75 healthy volunteers aged 41–70 years 
swallowed dummy capsules. All capsules were retrieved 
and were undamaged upon inspected. In the second part, 
49 capsules were swallowed by 46 volunteers aged 45–
68 years (three patients swallowed the capsule on two 
different occasions). During this study, a lightweight 
external recording unit was strapped to the waist of each 
participant while normal daily routine was maintained. 
After ingesting the capsule, each participant drank 50–
70 ml of an iodine-based contrast agent daily until the 
capsule was eliminated. Forty-eight of the 49 capsules 
were ingested, transited the gastrointestinal tract and 
were naturally eliminated without any adverse effects. 
The missing capsule was retrieved from the cecum of an 
asymptomatic patient during a scheduled colonoscopy 
for a planned polypectomy. The average radiation dose 
to each volunteer was 0.03±0.0007 mSv, which is less 
than the amount of radiation exposure from one chest 
X-ray. (Figure 4) The 3D images revealed the typical 
structure and contour of the different colonic segments, 
such as the hepatic flexure and the triangular shape of 
the transverse colon. Polyps in several patients were 
detected by the device and their presence was later 
validated by colonoscopy. (Figures 5,6) 

Beebe and his colleagues.29 investigated whether 
removal of a laxative preparation would improve CRC 
screening rates using data that were collected from a 
mixed-mode and telephone survey. They reported that 
removing this relatively common disincentive to CRC 
screening participation can potentially increase patient 
receptivity to CT colonography. As such, the Check 
Cap Capsule system could be an alternative method of 
CRC testing.This imaging system is a safe, easy-to-use, 

patient-friendly, painless, and private medical device 
with high diagnostic accuracy discriminating patients 
with disease from those without disease without the 
need for a bowel preparation. Another advantage of the 
system is that the dose of ionizing radiation to the patient 
is lower not only than that of CT colonography but also 
less than chest X-ray. (Figure 4) Additionally, use of 
this concealed imaging system eliminates the need to 
schedule an appointment at a health facility, be absent 
from work and enables the patient to continue their daily 
routine without the negative emotional and physical 
feelings which may be experienced during colonoscopy. 
For all of these reasons, this innovative imaging system 
could potentially increase participation rates in a local 
and/or national CRC screening program.30 Many 
features of image reconstruction and measurement of 
polyp size and colon diameter still need refinement 
and validation. To resolve these issues, modifications 
to the imaging capsule are on going and international, 
randomized, multicenter studies are planned for the 
end of 2016. 

CONCLUSION
While colonoscopy is currently the most utilized and 
accepted form of colorectal cancer screening, technology 
has allowed inroads to developing new testing that may 
improve patient care. Colonic capsules are safe novel 
systems that are easy-to-use, painless, patient-friendly 
and private. These devices should significantly increase 
participation rates in a CRC screening programs. 

Acknowledgement
The authors wish to thank Dr. Arieh Bomzon, 
Consulwrite (consulwrite.com) for his editorial 
assistance in preparing this manuscript.

References

1.	 Eliakim R, Fireman Z, Gralnek IM, et al. Evaluation of the 
PillCam Colon capsule in the detection of colonic pathol-
ogy: results of the first multicenter, prospective, compara-
tive study. Endoscopy 2006;38:963-970.

2.	 Hassan C, Zullo A, Winn S, Morini S. Cost-effectiveness 
of capsule endoscopy in screening for colorectal cancer. 
Endoscopy 2008;40:414-421.

3.	 Lisi D, Hassan C, Crespi M. Participation to colorectal 
cancer screening with FOBT and colonoscopy: An Italian, 
multicentre, randomized population study. Dig Liver Dis 
2009.

4.	  Levin B, Lieberman DA, McFarland B, et al for the 
American Cancer Society Colorectal Cancer Advisory 

(continued on page 32)



Colonic Capsule as a Screening Test for Colorectal Cancer: We are Improving

COLORECTAL CANCER: REAL PROGRESS IN DIAGNOSIS AND TREATMENT, SERIES #9

32� PRACTICAL GASTROENTEROLOGY  •  DECEMBER 2016

Group, the US Multi-Society Task Force, and the American 
College of Radiology Colon Cancer Committee Screening 
and Surveillance for the Early Detection of Colorectal 
Cancer and Adenomatous Polyps, 2008: A joint guideline 
from the American Cancer Society, the US Multi-Society 
Task Force on Colorectal Cancer, and the American College 
of Radiology. CA Cancer J Clin,  2008;58:130-160.

5.	 Stracci F, Zorzi M, Grazzini G. Colorectal cancer screen-
ing: tests, strategies, and perspectives. Front Public Health, 
2014;2:1-9.

6.	 McLachlan S, Clements A, Austoker J. Patients’ experi-
ences and reported barriers to colonoscopy in the screening 
context - A systematic review of the literature. Patient Educ 
Couns, 2012; 86:137-146.

7.	 Sabatino SA, White MC, Thompson TD, et al. Cancer 
screening test use — United States, 2013. MMWR, 
2015;64:464-468.

8.	 Siegel R, DeSantis C, Jemal A.  Colorectal cancer statistics, 
2014. CA Cancer J Clin, 2014;64:104-117.

9.	 Zavoral M, Suchanek S, Zavada F, et al. Colorectal cancer 
screening in Europe. World J Gastroenterol, 2009; 15:5907-
5915.

10.	 Ouakrim DA, Pizot C, Boniol M, et al. Trends in colorectal 
cancer mortality in Europe: retrospective analysis of the 
WHO mortality database. BMJ, 2015;351:h4970.

11.	 Spann SJ, Rozen P, Young GP, et al. Colorectal cancer: how 
big is the problem, why prevent it, and how might it pres-
ent? In: Rozen P, Young GP, Levin B, Spann SJ, editors. 
Colorectal Cancer in Clinical Practice. London: Martin 
Dunitz Ltd, 2002: 1-18.

12.	 Harris SB, Green ME, Brown JB, et al. Impact of a quality 
improvement program on primary healthcare in Canada: A 
mixed-method evaluation. Health Policy, 2015;119: 405-
416.

13.	 Rex DK, Johnson DA, Anderson JC, et al. American 
College of Gastroenterology guidelines for colorectal 
cancer screening 2008. Am J Gastroenterol, 2009; 104:739-
750.

14.	 Hassan C, Bretthauer M, Kaminski MF, et al. Bowel 
preparation for colonoscopy: European Society of 
Gastrointestinal Endoscopy (ESGE) Guideline. Endoscopy, 
2013; 45: 142–150.

15.	 Harewood GC, Wiersema MJ, Melton LJ. A Prospective, 
controlled assessment of factors influencing acceptance of 
screening colonoscopy. Am J Gastroenterol, 2002;97:3186-
3194.

16.	 Eliakim R, Yassin K, Niv Y, Metzger Y, Lachter J, Gal 
E, Sapoznikov B, Konikoff F, Leichtmann G, Fireman Z, 
Kopelman Y, Adler SN. Prospective multicenter perfor-
mance evaluation of the second-generation colon capsule 
compared with colonoscopy. Endoscopy 2009;41:1026-
1031.

17.	 Leighton JA, Rex DK. A grading scale to evaluate colon 
cleansing for the PillCam COLON capsule: a reliability 
study. Endoscopy 2011; 43: 123-7.

18.	 Spada C, Riccioni ME, Petruzziello L, Marchese M, Urgesi 
R, Costamagna G. The new PillCam Colon capsule: dif-

ficult colonoscopy? No longer a problem? Gastrointest 
Endosc 2008;68:807-808.

19.	 Van Gossum A, Munoz-Navas M, Fernandez-Urien I, 
Carretero C, Gay G, Delvaux M, Lapalus MG, Ponchon 
T, Neuhaus H, Philipper M, Costamagna G, Riccioni ME, 
Spada C, Petruzziello L, Fraser C, Postgate A, Fitzpatrick 
A, Hagenmuller F, Keuchel M, Schoofs N, Deviere J. 
Capsule endoscopy versus colonoscopy for the detection of 
polyps and cancer. N Engl J Med 2009;361:264-270.

20.	  Spada C, Hassan C, Munoz-Navas M, Neuhaus H, Deviere 
J, Fockens P, Coron E, Gay G, Toth E, Riccioni ME, 
Carretero C, Charton JP, Van Gossum A, Wientjes CA, 
Sacher-Huvelin S, Delvaux M, Nemeth A,	  Petruzziello L, 
Prieto C, Mayershofer R, Aminejab L, Dekker E, Galmiche 
JP, Frederic M, Wurm Johansson G, Cesaro P, Costamagna 
G. Second generation colon capsule endoscopy compared 
with colonoscopy. Gastrointest Endosc, in press.

21.	 Triantafyllou K, Tsibouris P, Kalantzis C, Papaxoinis K, 
Kalli T, Kalantzis N, Ladas SD. PillCam Colon capsule 
endoscopy does not always complement incomplete colo-
noscopy. Gastrointest Endosc. 2009; 69: 572-6.

22.	 Spada C, Riccioni ME, Hassan C, Petruzziello L, Cesaro 
P, Costamagna G. PillCam colon capsule endoscopy: a 
prospective, randomized trial comparing two regimens of 
preparation. J Clin Gastroenterol. 2011; 45:119-24.

23.	 Spada C, Hassan C, Marmo R, Petruzziello L, Riccioni ME, 
Zullo A, Cesaro P, Pilz J, Costamagna G. Meta-analysis 
shows colon capsule endoscopy is effective in detecting 
colorectal polyps. Clin Gastroenterol Hepatol. 2010; 8: 
516-22. .

24.	 Spada C, Hassan C, Riccioni ME, Costamagna G. False 
positive at colon capsule endoscopy or false negative at 
conventional colonoscopy? Endoscopy 2010; 42: 427-8.

25.	 Sung JJY, Ching JY, Leung WK, Chow DK, Siu D, Lau YY. 
Assessment of colonic inflammatory lesions and ulcerative 
colitis with PillCam Colon Capsule Endoscopy compared 
to colonoscopy. Endoscopy 2008;40:A199.

26.	 Task Force from the American Society of Colon and 
Rectal Surgeons (ASCRS), the American Society for 
Gastrointestinal Endoscopy (ASGE), and the Society 
of American Gastrointestinal and Endoscopic Surgeons 
(SAGES). A consensus document on bowel preparation 
before colonoscopy. Gastrointest Endosc, 2006;63:894-
908.

27.	 Standards of Practice Committee of the American Society 
for Gastrointestinal Endoscopy. Bowel preparation before 
colonoscopy. Am J Gastroenterol, 2015;81:781-794.

28.	 Gluck N, Shpak B, Brun R, et al. A novel prepless X-ray 
imaging capsule for colon cancer screening. Gut, 2915; 
doi:10.1136/gutjnl-2015-310893.

29.	 Beebe TJ, Johnson D, Stoner SM, et al. Assessing attitudes 
toward laxative preparation in colorectal cancer screen-
ing and effects on future testing: potential receptivity to 
computed tomographic colonography. Mayo Clin Proc, 
2007;82:666-671.

30.	 Chatrath H, Rex DK. Potential screening benefit of a 
colorectal imaging capsule that does not require bowel 
preparation. J Clin Gastroenterol, 2014;48:52-54.

(continued from page 30)

practicalgastro.com


